
WATER BATH VERIFICATION PROCEDURE #22 
 

December 1, 1996 
 
Equipment Checked:           WATER BATHS     (AASHTO T 209 and T 245) (ASTM D 3666) 
 
Purpose: 
 
        This method provides instructions for checking water temperatures in a bath. 
 
Inspection Equipment Required: 
 

1.  Thermometer 
 
Tolerance: 
 
       25 degrees C  ± 1 degree C 
       60 degrees C  ±  1 degree C 
 
Procedure: 
 
       Place thermometer into bath and read temperature.  Adjust as necessary. 
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